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Config Mode-Menu

In config mode, user can do calibration, change
parameters for the unit.
®  Zero, Span calibration
Bump Test
Change High\Low\STEL\TWA alarm limit
Change span value
Change Cal/Bump interval
Change display unit
Vibrator enable/disable
Power on zero enable/disable
Fast power on enable/disable
Silence mode enable/disable
Reset config
®  Exit config mode
In config mode, in general, use the Left Key to
increase number or confirm, use the Right Key to
move cursor or move to next programming item.

Intrinsic Safety
UL/CUL:
CLASS I, GROUPA, B, C, D
CLASS II, GROUPE, F, G
CLASS III
T4, 20C <Tamb<50C
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Zero (Fresh Air) Calibration

Zero calibration is to get the base line for the sensor, it
is done in fresh air. When LCD displays “ZERo”, press
the Left Key to start zero calibration. Unit will start 15
seconds count-down, after count-down is finished, zero
calibration result will displayed on the LCD, “pass” or
“fail” .

If user don’t want to do zero calibration during 15
seconds count, press the Right Key, LCD displays
“RbRT?, zero calibration is aborted.

Span Calibration
Span calibration is to get the metric of the sensor to the
gas, it is done with a known concentration gas. When
LCD displays “SPAn”, apply the known gas to the unit,
then press the Left Key to start span calibration. Unit
will start count-down, the count-down time is depend
on different sensor( normally is 60 seconds), after
count-down is finished, span calibration result will
displayed on the LCD, “pass” or “fail” .
If user don’t want to do span calibration during
count-down, press the Right Key, LCD display
“RbRT™, span calibration is aborted.

Bump Test
Bump test is to check if sensor and alarm devices are
working properly. Apply known gas to unit, after a time
count down, LCD will display “pass”or “fail” . 7




image9.png
Calibration Process

1. Attach the Calibration Adapter over the inlet port on
the front of unit by pressing it into place.

R s

2. Enter the calibration function, open
the gas cylinder, press the Left Key,
and start calibration after countdown.

3. Take off the Calibration
Adapter (according to the
direction of the icon and
suggest to make use of the
Calibration Adapter’s inlet),
complete calibration.
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Maintenance and Service

Battery, sensor replacement and other maintenance or
service, please contact mPower’s service department or
refer to the User’s Guide.

Year of manufacturing

To identify the year of manufacturing, please refer to
the serial number of the instrument.

The fifth to sixth digit in the serial number indicates
the year of manufacturing. 00~99 indicates the
manufacturing year is 2000 to 2099.

® Change battery only in area known to be
non-hazardous.

@ Use only mPower battery PN:1.17.02.0002 or
part No:ER14505 cell manufactured by
EVE Energy Co.,LTD.

® Changez la batterie uniquement dans une zone
connue pour étre non dangereuse.

@ Utilisez uniquement la batterie mPower
PN: 1.17.02.0002 ou celle deEVE m:oqumm Cie., Lté,

piéce No:ER14505
9
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*Filter need to be replaced when it becomes discolored,
clogged with particles or draws in liquid, otherwise it
will contaminate sensor and void warranty. 10
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Proper Product Disposal
at The End Of Life

The Waste Electrical and Electron-

ic Equipment (WEEE) directive

(2002/96/EC) is intended to

promote recycling of electrical

and electronic equipment and their

components at end of life . This

L symbol (crossed-out wheeled bin)

indicates separate collection of waste electrical and
electronic equipment in the EU countries. This product
may contain one or more Nickel-metal hydride
(NiMH), Lithium-ion, or Alkaline batteries. Specific
battery information is given in this user guide. Batteries
must be recycled or disposed of properly. At the end of
its life, this product must undergo separate collection
and recycling from general or household waste. Please
use the return and collection system available in your
country for the disposal of this product.

11
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